The article reviews the major challenges related to the principles of the correct technique of musculoskeletal ultrasound (MSK US). All the crucial aspects of correct MSK soft tissue diagnosis have been discussed, including equipment settings, use of recent image software innovations and ultrasound standoff pads, and correct transducer positioning. The importance of the fundamental principles of MSK US, facilitating good quality image and limiting the occurrence of artifacts, has been highlighted. The most common artifacts of the musculoskeletal system have been described, including those that diagnostically helpful, such as the presence of echo enhancement deep to a fluidfilled structure, or an acoustic shadow behind a calcification. The presence of acoustic shadow in the context of lesions of a different type has also been discussed. The common anisotropy-related artifacts, frequently leading to diagnosis of a pathological condition where none is present, have been elaborated on. The frequently encountered mirror reflection artifact has been described. Special attention has been paid to the means of either eliminating, or taking advantage of artifacts for the correct diagnosis of musculoskeletal lesions. The possibilities and technique of correct differentiation of hypoechoic or anechoic foci, commonly found in the pathological conditions of the musculoskeletal system, have been analysed. Non-typical ultrasound findings leading to misdiagnosis of given pathological conditions have been discussed. 2017; 17: 188-196.
Over the past 20 years, musculoskeletal ultrasound (MSK US) has emerged as an essential diagnostic tool for such medical specialties as orthopedics, sports medicine, rheumatology and other fields of medicine where musculoskeletal lesions are encountered. Its merits consist in the wide availability, safety, ease of use in various clinical settings, and a vast diagnostic potential, including the possibility of real-time functional evaluation and instant results.
Despite all its advantages and the inclusion of ultrasound findings in an increasing number of diagnostic algorithms, it should be remembered that musculoskeletal ultrasound is not an easy examination to perform due to the complex MSK anatomy and pathophysiology, including image variability related to movement, its key feature. A comprehensive knowledge of functional anatomy is essential for the correct functional assessment which usually is an integral part of MSK US. Another challenge are the commonly encountered artifacts, especially seen when scanning curved, uneven tissues and small, superficially located tendon and joint structures. On the other hand, the deep location of large muscles and a thick layer of fat tissue require the use of a low frequency transducer, sometimes a convex (curvilinear) one, typically used for abdominal scans. This results in a loss of resolution, especially spatial resolution.
Rapidly advancing ultrasound technology continue to improve image quality, including reduction of artifacts, wider Diagnostic errors in musculoskeletal ultrasound imaging and how to avoid them range of a single transducer utility, and making equipment easier to use, thus decreasing the time necessary to learn the correct scanning technique and apply it in everyday work.
Like each imaging modality, ultrasound still has its limitations and its unique artifacts, potentially leading to misdiagnosis. Multiple factors affect the correct performance and interpretation of MSK US, including:
• the quality of a US machine, • the choice of an appropriate transducer, • the correct machine settings, • the correct scanning technique, including proper positioning of the transducer or use of an ultrasound standoff pad where necessary, • knowledge of the capabilities and limitations of the modality, including knowledge of typical artifacts, • knowledge of normal MSK anatomy, functional MSK anatomy and MSK pathophysiology. Recent middle-and high-end ultrasound machines all have an automatic image optimalization button, making the sonographer's work easier and faster. Yet, such auto setting is not always sufficient.
The next important step involves careful adjustment of the ultrasound beam focus (position, sometimes multiple focal depths). Reducing beam width and thickness has a dramatic effect on spatial and contrast resolution. The currently used systems of dynamic beam focusing involving alternate activation of different transducer segments at given time intervals or special Hanafy lenses placed in front of converters are available in high-end "premium" US machines, allowing to modify the focus of the emitted wave and the received echo (1) (2) (3) . These more complex systems in some machines allow adjusting the width of the focal zone. The improved focusing quality is, however, linked to the higher cost of the device. The focus should be adjusted at the level of or slightly below to the examined structures. The scanning of thin, superficially located tissues (wrist, dorsal aspect of the foot, fingers or toes) requires a single focus, adjusted at the highest level. When examining thicker layers of tissues, additional focal zones should be added, leaving the first focal zone at the uppermost level (Fig. 1) . If deeper-located tissues are to be evaluated, and a thick superficial layer of fat tissue is present, the uppermost focal zone may be moved to a deeper layer.
The basic transducer used in MSK US is a linear array transducer of average frequency 7-8 MHz. The broader the band of transducer, the wider its application range. Transducers typically included in middle-and high-end machines have a frequency of 5-12 MHz, whilst in lowerend devices -of up to 10 MHz.
The presence of thick layers of superficial tissues, especially a thick layer of subcutaneous fatty tissue within lower extremities or thicker muscles in the shoulder region necessitates the use of a linear transducer with a lower frequency range (for vascular applications). A convex transducer, typically used for abdominal ultrasound may also be used as long as it has a frequency range up to 5-6 MHz (Fig. 2) . Additionally, for scanning thin and small tissues located superficially (fingers and toes, especially in children), a smaller, hockey-stick transducer is helpful.
According to the principles of ultrasound image formation, the angle of the insonating beam should be perpendicular to the scanned tissues for the optimal image. Musculoskeletal tissues often include thin, narrow or curved structures. The correct positioning of the transducer is one of the key prerequisites for avoiding artifacts and diagnostic errors. Frequently, the perpendicular positioning of the transducer is challenging, requiring considerable effort. The primary principle of handling the transducer is moving it gradually over a scanned region whilst keeping its perpendicular orientation, and avoiding any movement resulting in its rotation to the sides, or back and forth. Some ultrasound machines have the beam steering feature allowing to improve the image without changing the probe's position. Exerting strong pressure on tissues should be avoided, as in the case of hard bone background, some pathologies may not be visualized or may be distorted, and vascular flow may not be visible. In our experience, the transducer held like a pen between the thumb and the index finger, with a slightly protruding little finger and sometimes ring finger works best. This permits to stabilize the transducer on the scanned area, and control the pressure strength. A similar way of holding the transducer is described in the textbook edited by Bianchi et Martinolli (2) .
Direct application of the probe to the thin structures located just beneath the skin and the thin subcutaneous tissue, to uneven, projecting tissue contours leads to the occurrence of artifacts at the interface of the skin and the transducer, hence difficulties in the imaging of superficial tissues. Dynamic evaluation may also be difficult under such circumstances. An ultrasound standoff pad is then useful, enabling to accurately visualize the dermis, subcutaneous tissue, fascia and tendon's contour (Fig. 3) , and facilitating dynamic evaluation. The use of a standoff pad is also recommended in the case of externally projecting nodules, and in the rare circumstances where a convex or sector transducer must be used for scanning superficial tissues. It is indispensible when scanning through a wound or skin lesions. We have used a standoff pad to examine areas with clearly pronounced bone contours (such as the knee or me- Diagnostic errors in musculoskeletal ultrasound imaging and how to avoid them dial and lateral malleolus), where correct positioning of the transducer is difficult, and obtaining a reliable image is time-and effort-consuming.
Another prerequisite for the correct performance of ultrasound is the knowledge of the principles of ultrasound image formation, and hence the knowledge when the image may be distorted. The principles of MSK US, are the same as in ultrasound diagnostics of other organs. For the majority of examinations high frequency waves are used, which on the one hand permit a high spatial resolution, but on the other facilitate artifacts, and impedes the visualization of deeper situated structures, both in terms of anatomy and evaluation of vascular flow.
Recent ultrasound techniques such as tissue harmonic imaging, compound imaging (cross beam imaging), beam steering and other complementary software introduced under various names by equipment producers attempt to limit or eliminate some of these problems and primarily improve contrast resolution. New techniques utilizing various types of impulses and dedicated software analyzing the returning signal allow to increase the penetration depth without compromising axial resolution (2, 3) .
Traditionally, ultrasound artifacts are divided into diagnostically helpful and adverse (4, 5) .
The list of helpful artifacts facilitating a correct diagnosis includes the following:
• an acoustic shadow that arises posterior to calcifications, • enhanced through-transmission commonly encountered deep to a fluid-filled structure, • comet tail artifact deep to a metallic object or large piece of glass.
An acoustic shadow typically arises deep to a strong reflector. A classic example is the strong echo (ultrasound wave reflection) of a calcified tissue (such as cortical bone or calcification) producing an acoustic shadow (Fig. 4) . A shadow posterior to a strong echo allows a de- Małgorzata Serafin-Król, Artur Maliborski finitive diagnosis of calcification, whereas a strong echo not producing a shadow may only be associated with small calcifications. Additionally, in musculoskeletal tissues, a shadow caused by a strong echo may occur posterior to larger foreign bodies (Fig. 5) . The shadow may also form deep to a larger collection of gas (e.g. in the joint), yet owing to its unstable structure the shadow's image is also variable, and as such the artifact may not be visible (Fig. 6 ).
An acoustic shadow is not a conclusive symptom for the presence of calcifications, as it also occurs as a result of refraction (a change in direction of wave propagation, scattering of the ultrasound bean on a curved, uneven tissue) and significant echo intensity decline at this place. It may occur in the case of injured and curled fibrous tissue, such as a torn piece of ligament or tendon, in the location of a large fibrous scar. It is worth noting that opposed to calcifications, no hyperechoic focus is then visible (Fig. 7) . It should also be noted that the use of high frequency/resolution transducers leads to the amplification of this artifact. Careful assessment of reflections in the shadow's area allows for differentiation of these lesions and a conclusive calcification diagnosis. On the whole, it should be remembered that not every acoustic shadow is consistent with the presence of calcification, and the lack of a shadow does not exclude the presence of small calcifications.
Enhanced through-transmission deep to a fluid-filled structure occurs due to weak sound wave attenuation within simple fluid, gelatinous structure, as well as to some degree wave bending at the interface of two media, resulting with a localized area of increased echo posteriorly to the interface. The wave that passes deeper has higher energy and is more strongly reflected from deeper tissue layers, resulting with a stronger echo compared to the adjacent tissues. Based on the presence of this artifact, a hypoechoic or anechoic lesion may with more certainty be assumed to be a fluid collection (Fig. 8) . In rare cases, enhancement may also occur posterior to hypoechoic or nearly anechoic foci consistent with the presence of a richly vascular, loose soft tissue. This symptom is, however, seldom found in musculoskeletal structures.
Comet tail artifact typically occurs deep to a metallic object (5, 6) . It may also be seen posterior to a large piece of glass. It is visualized as dense, strong linear reflections deep to the reflecting surface. The echo's intensity tapers, hence the shape of a comet's tail (Fig. 9) . Visualization of this artifact typically prompts the diagnosis of a metallic object embedded in the tissue. Even though shadowing posterior to a calcification is helpful, the shadow, when too large, may cover the tissues situated beneath, thus hampering the visualization of struc-
Fig. 6. Strong echo generated by gas (G) in the knee joint over the contour of the femoral condyle (C) with reverberations and irregular shadow (arrow)

Fig. 7. Acoustic shadow (arrow) deep to a scar resulting from a partial muscle tear. Fibrous scar (B) without the strong echo characteristic for calcification
Fig. 8. OImage of echo enhancement behind a fluid-filled structure (arrow), visible deep to a small gelatinous cyst situated next to the flexor digitorum tendon (FD)
C
Diagnostic errors in musculoskeletal ultrasound imaging and how to avoid them tures such as a medullary cavity, tissues within a joint, or tissues deep to large calcifications.
Lateral shadows form on the flanks of curved (rounded) structures, where there are no large differences in acoustic impedance at the interface of tissues, yet the insonating angle is nearly adherent to the tissue's curvature, or different than 90°. Such structures abound in musculoskeletal system, including e.g. tendons or cysts. A lateral shadow may cover or sometimes imitate small lesions in the tendon sheath or paratenon, or post-injury lesions. In dubious cases, the transducer should be moved over the area, altering the insonating angle, to verify if the lesions will remain visible (Fig. 10) . Such a maneuver is not in all such locations. The use of cross beam imaging or beam steering allows to reduce this artifact, even though it typically does not resolve completely.
The anisotropic effect in ultrasound is when tissues show abnormal echogenicity, typically loss of echogenicity, due to an oblique insonating angle, suggesting the presence of a pathological condition (7) . In the musculoskeletal system, this symptom is commonly encountered, potentially prompting misdiagnosis. The structures most affected by anisotropy are tendons and muscles. A slight rotation of the transducer without changing the course of its adherence to the surface results in abrupt decline of the tendon's or muscle's echogenicity. This artifact is pronounced at curved tendon and ligament insertions (Fig. 11) . Anisotropy of nerves is a similar, yet less intensive, effect. In muscles, it is also possible to see artifacts in the form hyperechoic foci imitating edematous or inflammatory lesions. Currently, many machines are equipped with beam steering or cross beam imaging features, allowing to reduce, if not eliminate, anisotropy related artifacts. To completely overcome anisotropy, the transducer should be held in a strictly perpendicular position in relation to the anatomy in question, and the potential lesion ruled out or confirmed in the second, perpendicular plane. Keeping anisotropy in mind (especially since it is not fully resolved by corrective software) during MSK US helps to prevent misdiagnosis.
Refraction occurs at the interface of two media of different ultrasound propagation speeds, such as fat tissue and muscle. The wave direction changes on passing from one medium to another, causing lesions deep to the interface appear displaced. The artifact is partially overcome by steadily keeping the transducer in a perpendicular position to the examined structures. In some, newest machines, it is possible to calculate the correct ultrasound wave speed values, and correct the image by incorporating the measurements.
Reverberations are seen when the ultrasound beam encounters two strong parallel reflectors, and is reflected back and forth between them, taking different time to return to the transducer. It is one of the causes of linear echoes forming in fluid-filled structures, posterior to a bone contour, or a mirror image (Fig. 12) . In musculoskeletal tissues, this effect typically occurs due to the pres- Ultrasound beam width or volume averaging artifacts, occurs when the machine registers echoes from a given tissue volume depending on the transducer's design and the thickness of the examined tissues. If the scanned structure is smaller than the beam's width, its image is obtained from the echoes reflected from the structure and the adjacent tissues. This may result in the elimination of a shadow posterior to a small calcification, displaying echo within a fluid-filled structure or showing tissue abnormalities. Newest ultrasound devices have additional possibility to focus US beam in its transverse plane (narrowing the beam) to decrease this effect.
In ultrasound imaging, especially MSK US, various normal tissues and pathological conditions may look similar, requiring adequate differential workup. Such images include anechoic and hypoechoic foci and spaces that may represent the following tissues and lesions:
• hyaline cartilage;
• various fluid-filled structures, such as synovial bursa, fluid-filled sheath, hematoma, cyst, infected fluid (purulent); • inflammatory foci, edema; • mucoid or hyaline soft tissue degeneration at site of injury; • necrotic tissue; • inflammatory lesions with increased vascularity, involving e.g. the synovium (joints, tendon sheaths, bursae), tendon insertions, and muscles; • angiofibroblastic hyperplasia; • compact fibrous scar tissue with an irregular pattern of thick collagen fibers strongly scattering the ultrasound wave.
The first step of the differential workup involves identifying the structure's location as for cartilage superficial to the bone contour or fluid layer situated in a synovial recess, bursa or sheath. Anechoic focus seen at site of injury may be consistent with a fluid-filled structure of various types, as well as a whole range of degenerative foci. A simple compression test helps to further distinguish between fluid-filled structures and other lesions. When pressure is applied with the transducer, fluid-filled structures change shape, with the fluid sometimes changing location or entirely disappearing from view. The test, however, may come out negative, if the fluid collection has high pressure, and the change of shape may only be very slight.
To differentiate a structure filled with high-pressure fluid from other lesions the Doppler option may be used, as it shows fluid fluctuation. The fluid-filled area will fill with color, Doppler signal (image of fluid movement), especially while pressure is being released (Fig. 13) .
The compression test also helps to distinguish softer connective tissue (mucoid degeneration, necrosis, granulation tissue), which is somewhat compressible and flattens under pressure as opposed to stiff, non-compressible irregular scars composed of collagen fibers, or degenerative hyaline lesions. Diagnostic errors in musculoskeletal ultrasound imaging and how to avoid them
Color or power Doppler option should be used as the next step of the diagnostic workup. The presence of a vascular network within the lesion allows to differentiate inflammatory lesions and evaluate the inflammatory activity (Fig. 14) , as well as identify abnormally healing lesions with a history of trauma or chronic mechanical overuse (Fig. 15 A) (8) . Whenever the presence of such lesions is suspected, a sensitive Doppler option should be used.
Imaging blood vessels of the musculoskeletal system is aimed at identifying increased tissue vascularization (hyperemia) or any vascular pathologies, that is finding out whether blood vessels are visible, what is their number and location. It is necessary to try to visualize even the smallest vessels in the smallest structures, such as the nerves. Hence, searching for few, small vessels, the Doppler mode requires maximum gain at the level of small motion artifacts. The correct technique requires proper immobilization of the transducer without compressing the tissues (Fig. 15 B) . Artifacts typically show as random color flashes; in the vicinity of larger vessels perivascular tissue pulsation may be detected.
It is essential for examiners to be aware of THE technical capabilities of the equipment they use (8, 9) . Recent "premium" ultrasound machines feature additional options improving the sensitivity of detection of the vascular flow in small vessels. It should be remembered that despite these additional features, the sensitivity significantly decreases with THE increasing depth of the scanned tissues. A low frequency transducer, e.g. a convex one, provides an increased depth of penetration, yet it is not always enough TO rule out the presence of small vessels. It should also be noted that the presence of increased, abnormal vascularity is not necessarily consistent with a diagnosis of an inflammatory condition. The assessment requires a careful analysis of the tissue morphology (2D image), vessel location and the clinical data. Apart from inflammatory conditions, increased vascularity is found in early stages of a normal healing process, in fibroangioblastic hyperplasia (10) , in the nerve compression syndrome (11) , tumors and vascular malformations (12) . All things considered, sonography of the musculoskeletal system is a highly sensitive examination, allowing to visualize even very small lesions in musculoskeletal tissues. At the same time, the image of the visualized lesions frequently has low specificity. Multiple factors affect correct US diagnosis. Apart from understanding MSK US principles, taking full advantage of its technical capabilities, Małgorzata Serafin-Król, Artur Maliborski and knowing the pitfalls discussed above, there is a need for a reliable correlation of ultrasound findings with the clinical symptoms and results of additional tests when necessary. All these elements combined warrant a comprehensive interpretation of the symptoms found on ultrasound.
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